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Date: April 23, 2015 
 
 
ADDENDUM NO. THREE TO THE BIDDING DOCUMENTS FOR: 
 
111 Upgrade MRI Suite 
VA Project No. 695-14-145 
 
VA Medical Center 
5000 West National Avenue 
Milwaukee, Wisconsin 53295 
 
for 
 
RE: Mark Wisniewski, Facilities Management 
 
TO ALL BIDDERS OF RECORD: 
 
This addendum shall be a part of the Contract Documents and modifies the original Bidding Documents dated      
01/05/2015 as follows.  Acknowledge receipt of this addendum in the space provided on the Bid Form.  Failure to 
acknowledge receipt of Addendum may subject Bidder to disqualification. 
 
The following changes regarding the contract specifications and drawings are hereby provided by amendment. 
 
Attachments: 
 

1. Sheet AD-101 
2. Sheet A-101 

 
 
CHANGES TO PROJECT SPECIFICATIONS: (None) 
 
----- 
 
CHANGES TO DRAWINGS 
 
Drawing SHEET AD-101: 

1.1 Description – Demolition Key Notes #12 and #13 added.  Notes instruct the Contractor to remove the 
existing drywall and to test and examine the existing RF shielding integrity. 

 
Drawing SHEET A-101: 

1.1 Description – Floor Plan Key Note #14 added.  Note instructs the Contractor to install new drywall in the 
MRI Scan Room 2488 

1.2 Description - Floor Plan Key Note #11 revised.  Note instructs the Contractor to include a $10,000 
allowance for RF shield repair in the MRI Scan Room 2488 

 
 
 
 
 
 
ADDENDUM NO. THREE consists of 2 pages and 2 drawings. 

NOTE:  This addendum, consisting of  Page 1 of 2  pages, is being transmitted electronically via email.  In the 

event of faulty or incomplete transmission, please contact BANCROFT ARCHITECTS + ENGINEERS  
at (847) 952-9362. 
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END OF ADDENDUM NO. THREE 
 

BANCROFT ARCHITECTS + ENGINEERS  
700 Nicholas Blvd., Suite 403 
Elk Grove, Illinois 60007 
(847) 952-9362 
 
Document1-BN 



T

T

vhamiwwisnim
Cloud



T

T

vhamiwwisnim
Text Box
 CONTRACTOR SHALL INCLUDE A $10,000 ALLOWANCE FOR LABOR AND MATERIAL COSTS FOR REPAIR OF EXISTING RF SHIELDS  
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Text Box
TO MEET SIEMENS 3T MRI 80 dB SHIELDING EFFECTIVENESS REQUIREMENT.  ADDITIONAL TESTING TO BE PERFORMED ONCE THE EXISTING DRYWALL IS REMOVED.
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